Post-operative MRI of patients with deep brain simulation (DBS) implants is useful to assess complications and diagnose comorbidities, however more than one third of medical centers do not perform MRIs on this patient population due to stringent safety restrictions and liability risks. A new system of reconfigurable magnetic resonance imaging head coil composed of a rotatable linearly-polarized birdcage transmitter and a close-fitting 32-channel receive array is presented for low-SAR imaging of patients with DBS implants. The novel system works by generating a region with low electric field magnitude and steering it to coincide with the DBS lead trajectory. We demonstrate that the new coil system substantially reduces the SAR amplification around DBS electrodes compared to commercially available circularly polarized coils in a cohort of 9 patient-derived realistic DBS lead trajectories. We also show that the optimal coil configuration can be reliably identified from the image artifact on B 1 + field maps. Our preliminary results suggest that such a system may provide a viable solution for high-resolution imaging of DBS patients in the future. More data is needed to quantify safety limits and recommend imaging protocols before the novel coil system can be used on patients with DBS implants.
Introduction
Deep brain stimulation (DBS) is the therapeutic use of chronic electrical stimulation of the brain via implanted electrodes, most commonly used to treat the motor symptoms of Parkinson's disease (PD), essential tremor, and dystonia (Limousin et al., 1995; Krack et al., 2003; Benabid et al., 1996; Obeso et al., 2001; Herrington et al., 2016) . Because of its superb soft-tissue contrast, magnetic resonance imaging (MRI) is excellently poised to assess complications and comorbidities in this patient population. However, the access to postoperative MRI is severely limited for patients with DBS due to safety concerns. Serious complications have been reported (Henderson et al., 2005; Spiegel et al., 2003; Nutt et al., 2001 ) as a result of the so-called antenna effect, where the radiofrequency (RF) fields of the MRI transmitter coupled with long DBS leads and produced excessive tissue heating (Rezai et al., 2004; Shellock et al., 2000) . Alterations in the lead's design and material properties have been suggested to reduce the heating. Examples of such modifications include use of material with high thermal conductivity which act as a heat-sink (Elwassif et al., 2012) , use of coiled wires with distributed air-gaps to increase lead's impedance and thus, reduce heat-generating induced currents (Gray et al., 2005) , and use of resistive tapered stripline technology which distributes the RF energy along the lead's length to prevent formation of hotspots at the tip (Serano et al., 2015) . In parallel, modifications in the imaging hardware have been proposed. The idea of manipulating the electric field of the MRI RF transmitter to produce low E-field regions in the head which could be steered to contain the DBS implant has shown promising results in proof-of-concept studies (Eryaman et al., 2011; Eryaman et al., 2014; Eryaman et al., 2012; McElcheran et al., 2015) . The first prototype of a rotatable MRI birdcage transmithttp://dx.doi.org/10. 1016 /j.neuroimage.2016 .12.056 Received 29 May 2016 Accepted 19 December 2016 ter developed based on this concept demonstrated significant reduction of SAR amplification around electrode contacts of generic DBS lead models (Golestnirad et al., 2016b) .
To date, the applicability of latter methodologies has been demonstrated in studies of simplified implant models with straight path (Golestnirad et al., 2016) . In practice however, implanted DBS leads have complex trajectories consisting of intersecting sections and overlapping loops which can potentially affect the specific absorption rate (SAR) of the radiofrequency energy in the tissue. The next step to translate this novel technology for clinical use is a measure of its performance in realistic patient populations. In this paper, a robust computational approach is applied to obtain, for the first time, a quantitative prediction of SAR-reduction performance of the reconfigurable MRI technology in a cohort of realistic patient-derived DBS models.
In what follows, the restrictions of current MRI technology for DBS imaging are discussed, a novel methodology using reconfigurable MRI RF coils for DBS imaging is introduced; the use of finite element modeling (FEM) to predict the performance of reconfigurable MRI coils is explained; a detailed method of image segmentation and DBS model development for FEM simulations is introduced; results of SARreduction performance of the reconfigurable MRI coil system in a real patient population are discussed; and a methodology to predict the optimal coil configuration from the B 1 + image artifact is examined. The paper concludes with a discussion of safety considerations and a brief description of future work for further advancement of the technology.
MRI technologies for DBS imaging: current limitations and novel approaches
The major restriction of present MRI technology for DBS imaging is due to the coupling of the MRI RF transmitters electric field with DBS leads, leading to a high power deposition in the tissue surrounding the electrode contacts, potentially causing excessive heating and tissue damage (Rezai et al., 2004; Shrivastava et al., 2012) . To address this concern, post-operative application of MRI on DBS patients is restricted to 1.5 T, and is further constrained in terms of power used during the exam (Medtronic, 2015) . These restrictions impose practical challenges, as MRI protocols that optimally image DBS leads and subcortical structures tend to have much higher power than current recommendations allow (Larson et al., 2008) . Efforts to reduce the interaction between MRI fields and conductive implants are recent and limited to proof-of-concept studies. In 2011 Eryaman et al. demonstrated the possibility of modifying the electric field of an RF coil to generate regions of low E-field magnitude in the body without significantly altering the transmit sensitivity (Eryaman et al., 2011) . In 2012 it was shown that the low tangential electric field region of a linearly-polarized birdcage transmitter can be steered to coincide with a wire implant to reduce the SAR (Eryaman et al., 2012) . Recently, we demonstrated that at 1.5 T, this low-field region is thick enough to encompass a generic DBS lead with wire segments that were up to 60°o ut of plane, reducing the SAR at the implant tip by up to 500 fold below that of commercially available coils (Golestnirad et al., 2016) . Based on these preliminary results, we developed the first prototype of a DBS-friendly reconfigurable MRI coil system with a mechanically rotating birdcage transmitter, enabling patient-specific field manipulation, integrated with a 32-channel anthropomorphic receive array for maximum signal reception (Golestanirad et al., 2016) . The SARreduction in such a coil system is achieved by systematically rotating the transmitter around patient's head to find an optimal rotation angle at which the implant is fully contained in the low E-field region. The performance of this technique however is dependent on the lead trajectory, because even if a portion of the implant remains outside the low E-field region the risk remains that the RF fields couple to the lead. To date, the feasibility of this approach has only been demonstrated for simplified DBS geometries with straight paths. Realistic DBS leads on the other hand, have complicated trajectories with out-ofplane segments and overlapping loops (Machado et al., 2006) . In fact, the presence of loops has been demonstrated to significantly affect the SAR at the electrode tip (Rezai et al., 2004; Shrivastava et al., 2012; Baker et al., 2005; Golestanirad et al., 2016a ). An essential question to address for further advancement of this methodology is how well it performs with realistic DBS implant trajectories. In this paper, we present for the first time, numerical simulations of the SAR-reduction performance of a novel reconfigurable MRI technology in a cohort of 9 realistic patient-derived DBS lead models with irregular and complex trajectories.
B 1
+ image artifact as an indicator of SAR Although MRI scanners report an estimated value of the wholebody SAR for each specific pulse sequence, local SAR hotspots that are correlated with tissue heating are not reported. It is important to note, however, that the same currents induced on the DBS lead that are the cause of heating also produce image artifacts. van den Bosch and Griffin have shown that for elongated metallic implants positioned parallel to the static magnetic field, the magnitude or phase of the image artifact in B 1 + field maps can be used to predict quantitative values of the RF currents induced on the implant, which in turn, correlate with tissue heating (van den Bosch et al., 2010; Griffin et al., 2015; Nordbeck et al., 2009 ). The visual artifact in B 1 + field maps have been also shown to correlate with the local SAR for planar (Eryaman et al., 2014) and simplified DBS lead models (Golestnirad et al., 2016) . However, because the image artifact's shape and location is dependent on the implant trajectory and its orientation with respect to the magnetic field, it is important to verify that the B 1 + field maps can be reliably used to predict the optimal rotation angle in realistic patient populations. In this paper we introduce a methodology that uses averaged samples of B 1 + field magnitude around the implant to predict the transmit coil optimal rotation angle for SAR reduction. We show that this technique reliably predicts the coil position for SAR minimization independent of the location of B 1 + sampling.
Materials and methods

Reconfigurable MRI coil: construction and characteristics
The reconfigurable head coil is composed of a mechanically rotating linearly-polarized birdcage transmitter and a close-fitting 32-channel receive array. The 16-rung low-pass birdcage was constructed on a 35 cm-diameter acrylic cylinder. The birdcage frame was 3D-printed (Fortus 360, Stratasys, Eden Prairie, MN) and incorporated a rotation mechanism to align the low E-field region of the coil with the implant trajectory. Two mechanical annuli (blue, in Fig. 1 ), one with axial holes equally spaced 5°apart, were secured to the birdcage ends and rested on four-guide wheels located on a sliding frame, allowing the birdcage to rotate freely around its axis without touching the receive array. Once the desired rotation has been obtained, a locking pin is inserted into the rotation lock mechanism through an axial hole, securing the birdcage in the desired position. The entire assembly rests on two guide rails, allowing the birdcage to be moved to facilitate subject access to the array coil.
A 12-mm copper tape was used to construct the typical ladder network of the birdcage. The coil had a length of 30 cm and each leg used two 10 pF capacitors in series (Series 25, Voltronics, Danville, NJ, USA)., one at each end of the rung, which tuned the primary mode to 64 MHz. A variable capacitor was placed opposite to the drive port in order to allow the coil to be fine-tuned. 50 Ω impedance-matching was achieved using a series capacitor while the coil was loaded with an anthropomorphic head phantom. The latter was filled with a mixture of 4.5% ± 5% liter distilled H 2 O, 40.50 g NaCl (purity 98%, Sigma-Aldrich Corp., St. Louis, MO) and 1.2 kg of edible agar powder (Golden Coin Agar Agar Powder, Capital Food International, Inc., Santa Fe Springs, CA). The electrical properties of the phantom were measured using a network analyzer (ENA series, Agilent Technologies, Santa Clara, CA) with a high temperature dielectric probe (85070E kit, Agilent Technologies, Santa Clara, CA) and were representative of the averaged human head (ε r =66.34 and σ=0.49 S/m). A PIN diode detuning circuit was incorporated in order to switch off the transmit coil while receiving with the receive array.
The 32-channel receiver array coil was built similarly to our previous works Keil and Wald, 2013) . In brief, a closefitting array was obtained using a design based on a 3D surface reconstruction of averaged segmented anatomical MRIs from 20 representative subjects followed by the creation of the model in acrylonitrile butadiene styrene plastic using a 3D printer. The layout of the overlapped circular coil elements was guided by a hexagonal and pentagonal tiling pattern (Wiggins et al., 2006) . Each loop element was divided symmetrically into three parts, and reconnected with high-Q tuning chip capacitors (Series 11, Voltronics, Salisbury, MD, USA) (Fig. 2) . The matching network consisted of a capacitive voltage divider, matching the element's output under loaded conditions to noise-matched impedance of the preamplifier (i.e., 50 Ω). A selfshielded resonant figure-eight coaxial cable-trap was placed between the coil element and the preamplifier to suppress common modes on the cable. Active detuning was achieved using a PIN diode in series with a hand-wound inductor L, which together with a matching capacitor C m resonated at the Larmor frequency. Finally, a low-pass lumped-element phase-shifter was designed and inserted into the circuit to transform the low impedance of a low-noise preamplifier (Siemens AG, Healthcare, Erlangen, Germany) to a high impedance at the coil terminal to reduce induced currents from flowing on the loop due to coupling with other loop elements (Roemer et al., 1990) . The latter provided a powerful decoupling mechanism for next-nearest neighbor coil elements. In addition to the active detuning provided by the PIN diode, a 570 mA fuse was integrated serially into each loop element to ensure safety. Five standard coil plugs (Odu, Mueldorf, Germany) were used to connect the ensemble to the MRI scanner (Siemens Avanto). Each plug's cable incorporated an additional common mode cable trap to avoid interaction with the birdcage transmitter.
Numerical models: MRI coil and patient-derived DBS leads
Finite element method (FEM) simulations were performed to investigate the SAR-reduction performance of the reconfigurable coil The birdcage slides back and forth on a stationary frame to facilitate patient's access to the receive coil. Two mechanical annuli secured at the ends of the acrylic tube rest on installed in the frame, allowing the birdcage to rotate freely around its axis without touching the receive array. Bottom row: Views of the assembled coil on the bench and inside the scanner. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.) Fig. 2 . A circuit schematic of a receive element with cable trap to suppress the common mode, active detuning, and preamplifier decoupling networks. A fuse was inserted to the circuit for additional protection of the subject. system in a cohort of 9 patient-derived DBS models. Only the transmit coil was modelled for SAR calculations, since inclusion of the 32-channel receive array has been shown to have a negligible effect on the SAR (Golestnirad et al., 2016b) . ANSYS Electronic Desktop (HFSS 16.2, Designer, ANSYS Inc., Canonsburg, PA) was used to implement an integrated numerical approach combining FEM simulation with RF circuit-analysis to tune and match the coil at 64 MHz. A detailed description of this technique can be found in (Golestnirad et al., 2016b; Kozlov and Turner, 2009) . Secondary use of patient data for modeling and simulation of DBS leads was approved by Massachusetts General Hospital (MGH) Internal Review Board. Nine realistic DBS lead trajectories and head models were semi-automatically segmented from intra-operative CT images of patients operated on for sub-thalamic nucleus DBS at Massachusetts General Hospital. Amira 3D (Amira 5.4, FEI Inc.) was used for initial image segmentation and 3D surface construction of the head. A thresholding algorithm based on an intensity histogram analysis was applied to extract the silhouette of the head and a preliminary mask of the hyperdense DBS lead from the CT images (Fig. 3) . The results of the segmentation were refined using semi-automatic tools, including holes/gap filling, island removing, and opening and closing morphological operations. A manifold triangulated surface model of the head was generated using the Amira's built-in marching cubes algorithm. The model was smoothed and simplified and was assigned the electric properties of the average human head (ε r =66.34 and σ=0.49 S/m).
The masks of the leads contained several topological defects due to the presence of self-intersecting sections and overlapping loops and required further processing. First, the centerline of the lead was estimated using a skeletonization algorithm followed by a smooth curve-fitting algorithm (Simpleware Ltd., UK). Then the intersecting segments of the centerline were manually adjusted to assure a minimum distance between segments greater than the lead diameter (1.27mm). Once the lead trajectories were extracted for each patient, they were imported into ANSYS HFSS and models of electrode contacts, core, and insulation were constructed around them. Models were composed of four cylindrical contacts (outer diameter=1.27 mm, wall thickness=150 µm), connected through a solid straight central core (diameter=260 µm) (Fig. 4b) . Electrode contacts were made of 90%:10% platinum-iridium (Pt:Ir σ = 4 × 10 S/m 6 ), separated by a polyurethane insulation (σ = 10 s/m −10 , ε =3. 5 r (Elwassif et al., 2006) ) and were positioned 0.5 mm apart (Medtronic, 2003) .
A total of 90 simulations were performed: 9 patient-derived DBS lead trajectories at 10 coil configurations. Fig. 7 shows the DBS lead trajectories and head models. The coil's rotation angle θ was uniformly increased with θ ∆ = 10°from θ = 0°(feed cable in front of patient's nose) to θ = 90°(feed cable in front of patient's ear) (Fig. 4a) . For comparison, simulations were also performed for a conventional circularly polarized (CP) birdcage with and without the DBS lead. Only one orientation of the CP birdcage coil was modelled with feed cables located at θ = 0°and θ = 90°positions. A 90°phase lag between input signals produced a counter-clockwise rotating B 1 field. (when looking from top of the head toward the head).
For each simulation, the FEM solver was set up to generate an initial tetrahedral mesh with a very fine resolution on the DBS lead (maximum tetrahedron edge < 0.5 mm). An adaptive mesh algorithm followed, refining the mesh by 30% between each two iterations. Mesh refinement continued until the maximum difference of the calculated Sparameters between two consecutive simulations was below 0.01. Fig. 4 gives details of the MRI coil dimension and rotation angle, position of patient's head and DBS lead inside the coil, and topology of DBS electrode contacts, their interconnections, and the FEM mesh.
SAR calculations
The total power absorbed in the head was calculated by computing the volume integral of the loss density in the head. The whole-head- averaged SAR (SAR w ) was then calculated by dividing this total absorbed power by the head mass:
where E is the magnitude of electric field phasor and σ is the conductivity of the tissue. 1g-averaged SAR was calculated according to IEEE STD P1528.4 recommendation (IEEE, 2014), using the builtin SAR calculation module in ANSYS HFSS 16.2). HFSS calculates the local SAR at each mesh point as:
where E is the magnitude of the electric field phasor, ρ is the density of the material and σ is the material conductivity. The 1g-averaged SAR was calculated over a volume that surrounded each mesh point. The volume was determined by the material's mass density to contain 1 g mass.
For each patient, we first calculated the spatial root mean square (rms) of the magnitude of the B 1 + field on an axial plane passing through the center of the head model without the implant in a CP birdcage that produced the maximum allowable whole-head SAR of 3.2 W/kg (Zaremba, 2001) . The peak magnitude of the B 1 + field vector was sampled with a 1 mm ×1 mm resolution from this axial plane and samples were used to calculate the B 1 + rms as:
where B 1N + is the peak magnitude of the Nth sample and the summation is over all samples. For all other simulations, the input power of the coil was adjusted to generate the same magnitude of B 1rms + on this reference plane.
The maximum local SAR (referred to as MaxSAR) was then calculated as the maximum of the 1g-averaged SAR in a 30×30×30 mm 3 volume that encompassed all four electrode contacts (Fig. 5a ). To have a reference for comparison, we also calculated the maximum 1g-averaged SAR (referred to as RefSAR) in the head outside of this cubic region, on an axial plane passing through the distal electrode contact.
Quantification of B 1 + image artifact
The counter clockwise rotating component of the RF magnetic field was computed as B B jB =0.5( + ) 
Results
Reconfigurable coil
The transmit coil was tuned and matched only once with the feed cable at θ = 0°position. Rotation of the coil slightly changed the magnitude of the one-port reflection coefficient S 11 ; however no further adjustment was made for different rotation angles. The receive coil had a mean noise correlation of 10% between elements. The ensemble of transmit-receive coil went through a safety test protocol developed in our laboratory, routinely applied to assess the quality and safety of labmade coils at Massachusetts General Hospital. This protocol was used to assess the quality of active detuning and SNR maps, as well as evaluating temperature increases. The temperature rise, both in the coil circuitry due to currents and in the head phantom due to RF absorption remained below 2°C during long continuous scans (~15 min). Fig. 6 displays the SNR maps of the reconfigurable coil system with the feed at θ = 0°position. There was no significant difference between SNR maps at different rotation angles. SNR maps of a circularly polarized one-channel head-only birdcage coil is given for comparison.
Numerical models: accuracy, convergence, and mesh statistics
The integrated computational approach adopted in this work has been shown to accurately predict the RF field distribution of MRI birdcage coils (less than 1% error in prediction of loaded and unloaded scattering parameters, less than 15% error in prediction of absolute field values) (Golestnirad et al., 2016b) . All simulations converged with fewer than eight adaptive passes. Once converged, the mesh was inspected visually to ensure that all fine details of DBS lead and insulation were properly represented (Fig. 4c) . DBS lead lengths varied over a range from 38 cm to 55 cm (mean ± standard deviation 49.2 cm ± 5.9 cm) and the average head volume was 3.5 l ± 0.3 l. Table 1 gives the mesh statistics for a representative simulation, including number of tetrahedral elements, minimum, maximum and root mean square of tetrahedral edge lengths, and minimum, maximum and mean of tetrahedral element volumes. Mesh statistics were similar across all simulations.
SAR reduction performance and B 1 + field artifact Fig. 8 shows the MaxSAR in the reconfigurable LP birdcage as a function of the rotation angle (solid blue lines) and the MaxSAR in the CP birdcage with and without the implant (dashed purple lines) for each patient-derived simulation. In an LP birdcage that produced the same B 1 + rms as a CP birdcage operating at its maximum allowable power, the MaxSAR was 4.5 ± 1.8 W/kg (averaged over all DBS lead trajectories) when the coil was in its optimal rotation angle. The MaxSAR of a CP birdcage operating at its maximum power (i.e., wholehead SAR=3.2 W/kg) with no implant was observed to be 1.1 ± 0.3 (averaged over all DBS MaxSAR volumes). The reference SAR (RefSAR), gave an estimate of the maximum 1g-averaged SAR that occurred in the head in areas far from the electrode. The MaxSAR in the linear birdcage operating at its optimal rotation angle was always lower than the reference SAR of both the linear birdcage (23.5 ± 6.6 W/ kg, averaged over all DBS lead trajectories) and the CP birdcage without the implant (9.7 ± 3.5 W/kg, averaged over all DBS lead trajectories). The location of this optimal rotation angle varied for each individual lead trajectory (optimum θ= 50 ± 16°). Table 2 gives the details of MaxSAR, RefSAR, whole-head SAR and rms of B 1 + fields in an exemplary simulation. Fig. 9 gives the mean and standard deviation of MaxSAR and RefSAR of the LP birdcage operating at its optimal rotation angle and the CP birdcage with no implant, averaged over all DBS trajectories. It is important to note however, that the worst case scenario MaxSAR of the LP birdcage, which occurred when the coil was operated with the feed positioned far from its optimal angle, was significantly higher than the MaxSAR of the CP birdcage. Table 3 gives an example where the worst case scenario MaxSAR of the LP coil is given and compared to the MaxSAR of the CP birdcage. As it can be observed the MaxSAR of the LP birdcage can be up to 85% higher than the CP birdcage if the coil is operated far from its optimal angle.
The visual B 1 + artifact, quantified as B ∆ 1 + in Eq. 3, was calculated for n=5 averages at four different location: (a) on an axial plane passing through the center of the distal electrode contact "e1" in a circular area centered at the contact, (b) on an axial plane passing through the center of the distal electrode contact "e1" in a circular area centered at the posterior insulated section of the lead, (c) on an axial plane passing through the center of the electrode contact "e3" in a circular area centered at the electrode contact, and (d) on an axial plane passing through the center of the electrode contact "e3" in a circular area centered around the posterior insulated section of the lead (Fig. 5) . For all subjects and at all four locations B ∆ 1 + highly correlated with the MaxSAR when the coil's rotation angle was varied (correlation coefficient r=0.88 ± 0.04). Fig. 8 (green line) gives B ∆ 1 + at location (a)
with k set to 1000 for visualization. Interestingly, we observed that the location of MaxSAR was not at the tip of the lead but mostly around electrode contacts "e2" and "e3". This is in contrast with previous studies which used simple straight wires to model DBS leads and concluded that maximum power deposition always occurs at the tip of the wire (Yeung et al., 2001; Smith et al., 2000; Park et al., 2007; Nitz et al., 2001 ). Fig. 9 shows the distribution of MaxSAR for a representative lead geometry at two different rotation angles (ID9: θ = 0°, θ = 90°). MaxSAR distributions were similar across subjects and different rotation angles. We calculated the percent difference in the magnitude of MaxSAR and the magnitude of 1g-averaged SAR at a point located at the center of the distal electrode contact and 0.5 mm away from the electrode's surface (Fig. 10a ) MaxSAR was 20%-60% higher than the SAR recorded at the electrode tip (mean ± std =33 ± 12%, calculated over all subjects and for both LP birdcage at θ = 0°and CP coil). The distance r (Fig. 10a) between the location of the MaxSAR and the distal electrode tip was 2.7 mm ± 0.6 mm.
Discussion and conclusion
Although experts practicing in centers performing high volumes of DBS procedures have agreed that MRI is necessary in patients with DBS systems to evaluate new or existing intracranial pathology (Bronstein et al., 2011) , more than one third of medical centers do not perform MRI on these patients with the topmost reason stated as stringent industry guidelines and warnings, followed by concerns for liability, risk, and safety (Tagliati et al., 2009) . Recently, some manufactures have relaxed their guidelines to allow the use of body coils which was previously prohibited. However, major practical challenges are virtually unaffected as stringent power monitoring remains in place (new guidelines limit the maximum rms of B 1 + field to 2µT and in cases where the scanner does not report the B field, the more conservative whole-head SAR limit of 0.1 W/kg should be applied). Considerable effort has been dedicated to understand and control safety risks by characterising MRI-induced DBS heating accounting for factors such as lead configuration (Rezai et al., 2004; Baker et al., 2005; Shrivastava et al., 2010) , lead position with respect to the MRI RF coil (Nitz et al., 2001; Mattei et al., 2008) and variability of reported absorbed power across different MRI systems (Baker et al., 2006) . There is however a consensus that the problem has a very large parameter space with many interacting factors which preclude a systematic approach to identify main culprit(s). Recently, modifications in MRI hardware have been introduced to address this issue. Here we present design, construction and characterization of the ensemble of a reconfigurable transmit-receive head coil with an easy-to-access patient design which aims to lower the SAR during MRI of patients with DBS implants. The close-fit design of the receive array is particularly helpful in restricting the head motion, a problem exacerbated in patients with Parkinson's disease. The signalto-noise ratio is superior to the commercially available head-only coils and is comparable to the state-of-the-art 32 channel receive arrays. The SAR reduction performance of the coil system evaluated for the first time in a realistic patient population showed a virtual elimination of SAR amplification around the implant. In all simulations, an optimum coil rotation angle was found that reduced the maximum 1g-averaged SAR at the DBS contacts (referred to as MaxSAR) to values below the maximum 1g-averaged in the head (referred to as RefSAR). It is important to mention however, that approaches based on modulation of multiple independent sources such as those proposed in (Eryaman et al., 2012; McElcheran et al., 2015) will allow realization of an elliptical field polarization which could be more effective for leads with substantially out-of-plane segments. Nevertheless, the simplicity of operation of the rotating coil will make it more suitable for clinical applications. The optimum rotation angle was different for individual subjects, but its whereabouts could be guessed from the trajectory of the implant. A conceivable approach (although computationally intensive) for clinical application of such a coil system is to perform a pre-scan patient-specific simulation using inter-or post-operative CT images, similar to what has been done here, to have a good initial guess of the optimum coil position with respect to patient's head. When patient is in the scanner, a series of low-SAR B 1 + field mapping pulse sequences could be applied to fine-tune the optimum coil angle based on the B 1 + field visual artifact. Once the coil is in its optimum configuration, pulse sequences with higher whole-head SAR (SAR w ) deposition or longer duration could be potentially applied. The authors would like to emphasize however, that our current state of knowledge to date does not warrant post-operative use of such coil system on patients with SAR w values higher than those recommended by the manufacturer. Further investigation is needed to establish safe SAR w values and application protocols before the novel technology can be used on patients. It is important to note for example, that the MaxSAR values of the LP birdcage when operated at rotation angles far from the optimum position can be substantially higher than those of the CP birdcage (see Table 3 ). An investigation of the worst case MaxSAR values over all possible rotation angles is required to devise safeguards that minimize the risks associated with maloperation of the coil. By the same token, sensitivity of the SAR-reduction performance to deviations from the optimal rotation angle should be quantified in a larger cohort of realistic lead trajectories. Finally, an uncertainty analysis is required to investigate the degree of SAR reduction when the lead cannot be optimally contained in the low-E field region. The latter is particularly important to determine the maximum electric field that is safe for imaging. An interesting observation was that maximum SAR 1g occurred mostly around electrode contacts "e2" and "e3", instead of the distal electrode as expected. Theoretical studies that modelled straight wires (Park et al., 2007; Nitz et al., 2001; Armenean et al., 2004; Yeung et al., 2002) and simulations of simplified DBS lead geometries (Eryaman et al., 2014; Cabot et al., 2013; Mohsin et al., 2008; Angelone et al., 2010) have concluded that maximum SAR occurs at the electrode tip. Consequently, experimental studies assessing heating of DBS leads have mostly measured the temperature rise only at the location of the distal electrode contact (Smith et al., 2000; Mattei et al., 2008; Baker et al., 2004; Finelli et al., 2002) . Our simulation results shows that the magnitude of the maximum SAR 1g , occurred mostly around second and third contact electrodes could be up to 60% higher than the value measured at the distal tip. Such observation highlights the importance of simulation-derived experiments for safety assessment of medical implants as recently recognized by US Food and Drug Administration. Whenever such approaches are adopted, special attention must be paid to ensure that all structures are meshed with adequate resolution and numerical simulations converged beyond a reasonable threshold.
It is worth noting however that DBS lead models used in the present study do not perfectly mimic actual commercial leads. Medtronic lead model 3389 for example, has spiral cores similar to those presented in (Elwassif et al., 2012) . The effect of core topology on the distribution and values of deposited SAR remains to be investigated. While the present study is focused on the effects of lead trajectories, numerical values of SAR resulting from modern leads would likely result in lower numerical values for SAR than those reported here. Another point to note is that lead trajectories simulated here were extracted from interoperative images before the pulse generator was connected. Once the wires are connected to the pulse generator, their configuration and geometry could slightly change, becoming straighter and more similar to those studied in our previous work (Golestnirad et al., 2016b) . Finally, it is important to note that the present study did not evaluate the actual temperature rise in the tissue but rather used the simulated SAR as an indirect indicator of potential heating as routinely done when conductive implants are present. Local SAR values however, do not necessarily directly translate to temperature rise, as factors such as thermal conduction and perfusion should be taken into account . Consequently, when it comes to patient safety, temperature calculations should be considered alongside with SAR monitoring.
Finally, it is worth commenting on the possibility of extending the proposed methodology to 3 T imaging. Although the inherently less homogenous distribution of RF fields at 127 MHz could affect the efficiency of SAR reduction in DBS leads that have profiles with substantially out of plane segments, we predict that the outlined methodology lower the SAR at 3 T for the majority of DBS leads. The rotating coil methodology can be also employed to complement lead management strategies that attempt to reduce the heating by optimizing the extracranial profile of the lead (Golestanirad et al., 2016a) . More simulation and phantom experiments are needed to evaluate the feasibility of this approach.
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